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Status 
  PP (200 MeV), Available beam current  ~700 μA, Pol ~ 81-83% 

 BLIP running at~ 120 μA   (117 MeV), Available average beam 

current is about 142 μA ( 130 μA with PP) 

 

  BLIP permit alarms and Harp insert/retract sequence (2 Hrs) 

  Replaced the tube socket for 4CW2500 in Mod 1 (8 Hrs) 

 

 

 Will Installed  and commissioned 5 kW solid state amplifiers in Mod 6 and 
Mod 9 (6 Hrs) 

 Will condition tank 6-9 at 6.67 HZ for BLIP 200 MeV run starting Mar. 20 

 OPPIS Maintenance  (6 HRs) 
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